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A four-channel compact neutral particle analyzer �CNPA� based on operating small Si diode
detectors in pulse-height analysis �PHA� mode is used to measure energetic hydrogen minority ions
with energies between �50 and 350 keV stemming from ion-cyclotron range-of-frequency heated
D�H� Alcator C-Mod plasmas with both active and passive charge exchange �CX�. First core
minority ion distribution results from Alcator C-Mod discharges and a detailed description of the
diagnostic are presented. The diagnostic employs integrated electronics and fast digitization of the
shaping amplifier voltage. The digitized data are stored for postshot PHA, which removes the
constraints of real-time PHA and allows for improved performance via elimination of base line shift
effects and potentially relieving pileup through Gaussian fitting routines. The CNPA is insensitive to
the large gamma and neutron background in Alcator C-Mod discharges but is susceptible to the
plasma’s soft x-ray flux. The soft x-ray flux limits the CNPA energy resolution to �15–20 keV. A
simple model is used to interpret the active CNPA data which permits rapid estimates of the core
hydrogen minority temperatures and anisotropy with a time resolution of �100 ms. Hydrogenlike
boron is identified as an important electron donor for the CX signal. © 2006 American Institute of

Physics. �DOI: 10.1063/1.2238519�
I. INTRODUCTION

Accurate velocity and spatial distribution measurements
of ion-cyclotron range-of-frequencies �ICRFs� induced fast
ions are important for verifying rf physics and heating depo-
sition. Additionally, knowledge of the minority fast ion dis-
tributions is important for assessing their role in driving to-
roidal Alfvén eigenmodes and other Alfvén gap modes.
Traditionally, a neutral particle analyzer is used to measure
these fast ion distributions. Here, we present a Si diode-
based neutral particle analyzer system for the Alcator C-Mod
tokamak1 �R=0.68 m, a=0.22 m, 8 T, and 2 MA� capable of
diagnosing these energetic tails and compact enough to allow
multiple channels with minimal port space.

Fundamental ICRF minority heating is the main auxil-
iary heating scheme on the Alcator C-Mod. Up to 5 MW of
on-axis �R=68 cm� power can be deposited into bulk deute-
rium plasmas with hydrogen minority �i.e., D�H�� at 5.3 T
and D�He3� plasmas at 8 T, creating an anisotropic energetic
minority distribution with energies up to �300 keV.2 Em-
ploying neutral particle analysis on Alcator C-Mod to mea-
sure these tails involves challenges such as limited diagnos-
tic port space, high plasma densities �ne0�1020/m3�, and
low signal-to-noise ratio. We are mainly concerned with
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D�H� plasmas, since analysis of D�He3� discharges requires a
difficult double-charge exchange.3 The desire for multiple
viewing chords with limited space prohibits the use of typi-
cal E �B neutral particle analyzers.4 This difficulty compelled
a unique multichannel Si diode solution with a direct view of
the plasma and operated in postshot pulse-height analysis
�PHA� mode using fast digitization techniques. This setup
has the advantages of extreme compactness, lower equip-
ment costs, and relative simplicity compared with traditional
mass spectroscopy methods. For the 2005 Alcator C-Mod
campaign, we implemented this four-channel compact neu-
tral particle analyzer and operated it in both active �via a
diagnostic neutral beam �DNB�� and passive neutral particle
analyzer �NPA� modes. Similar diode-based NPA setups have
been successfully employed on other fusion devices;5,6 but
none with Alcator C-Mod’s high plasma densities and rela-
tively weak neutral beam, and then only with real-time PHA.
Instead of traditional real-time PHA, the compact neutral
particle analyzer �CNPA� digitizes and stores the detector
shaping amplifier voltage for postshot software analysis.7

This arrangement eliminates base line shifts that can be sig-
nificant during plasma events such as sawtooth crashes and
allows for potential extraction of pileup pulses.

There are, however, some trade-offs in employing a Si
diode system versus a normal neutral particle analyzer. First,
without a steering electromagnetic field, the ability to diag-

nose different types of nuclei is lost. For Alcator C-Mod, this

© 2006 American Institute of Physics1-1

o AIP license or copyright, see http://rsi.aip.org/rsi/copyright.jsp

http://dx.doi.org/10.1063/1.2238519
http://dx.doi.org/10.1063/1.2238519
http://dx.doi.org/10.1063/1.2238519


083501-2 Tang et al. Rev. Sci. Instrum. 77, 083501 �2006�
is not an issue since only energetic hydrogen ions are created
in ICRF heated D�H� plasmas, and the CNPA measures par-
ticles with energies greater than �50 keV ��Tbulk

�1–5 keV� only. Second, the direct-view diode system is
susceptible to plasma soft x-ray noise, potentially more sen-
sitive to cell emf pickup, and has a lower counting capability
than an E �B analyzer. These constraints impose some limits
on the operation of the CNPA and are considered.

In this article, we present the setup and operation of the
CNPA diagnostic, calibration results, plasma background
measurements, the postshot PHA routine, and initial tem-
perature measurements of the hot ICRF minority tail on Al-
cator C-Mod. Modeling techniques required to extract minor-
ity tail distributions and rf deposition profiles from both
active and passive measurements are also discussed. For
these D�H� experiments, effective operation of the diagnostic
is limited to low to moderate density �ne0�2�1020/m3�
Alcator C-Mod plasmas, due to penetrability of beam and
signal neutrals.

II. DIAGNOSTIC SETUP AND DESCRIPTION

The CNPA consists of three vertical and one horizontal
sightlines, as illustrated in Fig. 1. The sightlines of the diag-
nostic are arranged such that the three vertical chords view
the phase space of the neutral distribution that is predicted to
be most energetic, while the remaining horizontal channel
sees neutrals that should be slower. The details of these
sightlines and their detector systems are considered below.

The vertical viewing chords use a three channel, 3
�1 mm2 IRD AXUV-3ELA detector array with a nominal
1500 Å thick Al foil for shielding visible light, while the
horizontal channel utilizes an IRD AXUVHS5 subminiature
�SMA� mount detector with a nominal 1000 Å Al foil. The
actual foil thicknesses were inferred using an alpha source
and the SRIM code.8 The foils were found to be 1550 and
1250 Å thick, respectively. Hydrogen neutrals traversing the
foil are assumed to be instantly ionized. The detectors are
rated as 25 and 35 �m thick, have dead layers less than
70 Å, and were chosen to minimize response to the plasma
neutron and gamma background. In addition to light shield-
ing, the protective foils shelter the diodes from charge ex-
change �CX� neutral particles originating from the bulk
plasma deuterium ions. The SRIM code predicts that the

1550 Å Al foil with an oxide layer is equivalent to a stopping
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power of �14–21 keV for 50–350 keV hydrogen neutrals
and �12–17 keV for a 1250 Å Al foil. Consequently, the
primary source of non-neutral noise for the diagnostic is the
significant background plasma soft x rays ��1–10 keV� that
are not blocked. This noise limits the resolution of the CNPA
and typically the maximum permissible neutral count rate.
This issue is analyzed in detail in Sec. IV. A variable knife-
edge aperture determines the étendue of the vertical detec-
tors, see Fig. 1. Normally, the vertical channels are operated
with an étendue of �6�10−12 m2−sr. The vertical channels
cover R from �65 to 70 cm, depending on the aperture set-
ting. Here we refer to them as Ch1 to Ch3, with Ch1 being
the innermost channel and Ch3 the outermost. Typically,
each diode in the array has a viewing cone width of �2 cm
at the midplane, and hence there is some overlap between the
three channels. The horizontal channel, or Ch4, employs a
permanent 6.3 cm long passivated stainless tube and pinhole
��0.25 mm D� for collimation. Its viewing cone width is
�3 cm on axis with an étendue similar to the vertical chan-
nels. Currently, the vertical channels view the radial injected
DNB perpendicularly, while the horizontal channel is only
available for passive CX experiments. With the DNB, there
is some spatial localization of the CX signal for the vertical
channels. All four channels essentially see particles with lo-
cal v� /v� �5�10−3. Thus, the vertical channels are geared
toward observing particles with large v� at their banana tips.
Again, the horizontal channel is designed to view a portion
of the minority ion phase space that is weaker. This is dis-
cussed further in Sec. IV with Fokker-Planck simulations.

Electronically, the vertical detectors are connected di-
rectly to the integrated preamp lifier shaper amplifier housing
via a D-sub9 vacuum feedthrough. The vertical channel array
comes as an eight-pin dual in-line package �DIP� and is
mounted on a Teflon socket with �2.5 cm long, 30 gauge
copper wire connections to the feedthrough. The integrated
electronics housing contains three sets of ac-coupled Cremat
CR-110 preamplifiers with 140 �s fall time connected to
fixed gain Gaussian shaping amplifiers with a 1 �s pulse
width and mounted on a primary motherboard. The amplifi-
ers were developed in-house for the Alcator C-Mod hard
x-ray �HXR� diagnostic.9 Each set of preamplifiers/amplifiers
is shielded from each other via an internal Al shield in the
housing. This significantly reduced cross-talk between the

FIG. 1. Schematic of the three channel
vertical detector array and the system
sightlines in the plasma. The horizon-
tal detector is mounted on a SMA
feedthrough and uses a traditional
NIM preamplifier with shaping ampli-
fier setup. Its distance to the plasma
axis is �2 m.
channels to approximately 8%. The amplifier voltage outputs
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are then digitized at 10 Mhz by a D-tacq Dt216 compact
peripheral component interconnect �CPCI� digitizer via 18 m
of RG316 cables with SMA connectors. The electronic hous-
ing is an iridized Al enclosure and contains conducting gas-
kets for rf shielding; this box is placed within an additional
Al rf shield that also covers the detectors. This Al shield
eliminated emf noise and pickup from the equilibrium field
�EF� coils and DNB due to typical machine operation, see
Fig. 1. The operating range of the vertical channels is
�50–350 keV, limited by the shaping amplifier voltage rail,
the attenuation of the Al foil, and the base line noise caused
by the soft x-ray flux.

The horizontal channel uses a more typical nuclear in-
strument module �NIM� setup, with the detector ac coupled
to an Ortec 142 preamplifier via a 7.6 cm long RG316 SMA
cable. The Ortec preamp has a fall time of 44 �s. The use of
preamps with fast fall times for the CNPA is critical as
slower fall times allow the non-neutral signal to saturate the
preamplifier quickly. An �1 m long RG316 cable connects
the preamplifier to an Ortec 572 shaping amplifier usually
operated with a �s of 0.25 �s and a 100� gain, giving a base
width of �1.2 �s for each pulse. The amplifier voltage out-
put is again digitized by a D-tacq Dt216 CPCI digitizer op-
erated at 10 MHz and connected with 6 m of RG316 cable.
emf noise and pickup are less of an issue for the horizontal
channel because of its location. The electronics limit the
horizontal channel to �4 MeV for PHA for the above set-
tings but because the amplifier parameters are easily change-
able, different energy ranges can be chosen depending on
expected plasma conditions.

The D-tacq Dt216 digitizer is the basis of the postshot
PHA system. Enough memory is available on the digitizer
for an entire Alcator C-Mod shot, typically around 2 s. These
data, usually �30–40 Mbytes, are then processed after the
shot to extract pulse-height information. The removal of real-
time processing constraints allows for sophisticated PHA
software routines, such as fitting of pileup pulses. In addi-
tion, the full voltage data have been instrumental in discern-

FIG. 2. Pulse-height spectrum from the vertical array for a beam-into-gas
calibration with the DNB at 46 keV. The 46 keV DNB neutrals are slowed
to �24 keV by the CNPA protective foil. The FWHM of the DNB fit is
�6 keV and involves a convolution of the energy spread from the detector,
the DNB, and the straggling through the Al foil.
ing various electronic pickups, plasma induced noise, and
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preamplifier saturation for the CNPA. Currently, the CNPA is
run at maximum count rates of �100 000/s, which results in
little pileup; hence, for simplicity and rapidness, the PHA
routine currently employed does not perform Gaussian fits of
each pulse. However, the routine does account for base line
shifts and rejects the small amount of pileup that is present.

III. CALIBRATION AND PHA ROUTINE

The CNPA is calibrated with a combination of sources
and the preamplifiers/motherboard’s built-in test circuit. The
vertical channels with fixed gains were calibrated with an
Am241 59.5 keV gamma source, a 60–140 keV deuterium
ion beam operated by the PSFC HEDP group, and the Alca-
tor C-Mod DNB at 33–46 keV during beam-into-gas experi-
ments. The Rutherford backscattered flux from a thin gold
foil is used with the deuterium beam to minimize potentially
damaging fluxes to the detectors. The protective foil was not
installed for the deuterium ion beam calibration. The beam-
into-gas DNB data were taken with the protective Al foil in
place; DNB neutrals at 33–46 keV are thus slowed to
�13–24 keV before they hit the detector. Additionally, the
DNB calibration points are scaled by �5%, based on known
decreased detector efficiencies at these lower energies.10

Figures 2 and 3 show the calibration results for Ch3 of
the vertical array using the above sources. The voltage to
keV response for the channel is V�E�=0.011E−0.043. All
three channels have slopes within �5% of each other. In
general the linear calibration fits are excellent. The total error
in the calibration is estimated to be �8%.

The horizontal CNPA channel is also calibrated with
multiple sources; the Am241 gamma and alpha source, the
preamplifier’s test circuit, and the DNB at 46 keV. The abil-
ity to switch the voltage gain on the Ortec 572 shaping am-
plifier permits the use of the alpha source at 5.5 MeV with-
out an attenuator. The horizontal channel voltage to keV
calibration gives V�E�=0.0026E+ ±8% for the settings de-
scribed in Sec. II.

The PHA routine used for both calibration and plasma
operation involves the following steps: �1� determine an av-
erage base line by smoothing the raw voltage base line data
over a specific period, typically 0.1 ms, �2� subtract the volt-
age data with this smoothed base line, �3� find voltage peaks

FIG. 3. Summary of the calibration data for Ch3 of the CNPA.
above a specified threshold, �4� reject pileup by considering
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the length of time between adjacent voltage peaks, and �5�
find the peak of each pulse and store this value along with
the time of the pulse. No fitting is used to determine the peak
so there is a small tendency to underestimate the real peak
value if the digitization rate is low compared with the pulse
width. Figure 4 illustrates graphically some of these steps
during a large sawtooth crash and clearly shows the impor-
tance of an accurate base line determination. The figure
shows voltage data from the horizontal channel equipped
with the Ortec 572 module which uses an automatic base line
restoration circuit. Plainly, a traditional PHA approach would
have missed counts with this skewed base line since the volt-
age threshold discriminator is constant, causing a false cor-
relation with sawtooth crashes. The base line shifts in the
vertical channels are significantly smaller. In general, it is
likely that these shifts are related to the ac coupling time
constants between each stage of the electronics and the sud-
den large rise in the detector base line current due to the
sawtooth crash.

IV. OPERATING RESULTS

During the 2005 campaign, the CNPA was operated in
both active and passive modes. In this section, we discuss the
detectors’ response to the plasma background, a simple
model for interpreting CNPA data, spectra and minority dis-
tribution measurements from a low density L-mode shot, and
the effect of residue neutral pressure to detector operation.
First core minority ion distribution results from Alcator
C-Mod discharges are presented.

A. Background response

The detectors are verified to have almost no response to
the neutron and gamma background, allowing for operation

FIG. 4. PHA during a large sawtooth crash from shot 1050818008. The time
axis in the plot is shifted for convenience. The first panel shows the shaping
amplifier voltage from the horizontal channel during the crash, which occurs
at t�0.6 ms �vertical solid line�. The soft x-ray flux from the central vertical
chord goes from 90 to 60 kW/m2 during this period. The base line shift is
caused by the sudden burst of x rays and light of a large crash. The dash line
is the base line used by the postshot PHA routine to correct for this large
shift. The second panel shows the corrected voltage data with counts above
0.2 V marked by the PHA routine. Pulses �PUR� indicate counts that pass
the pileup check.
in passive mode without background subtraction. The maxi-
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mum neutron rate on C-Mod is typically �1014/ s, resulting
in only �10 counts above 50 keV for the CNPA during a
shot. The most significant non-neutral noise induced by the
plasma is via soft x rays, which results in increasing fluctua-
tions on the base line and limits the energy resolution of the
detected neutral particles. These x rays have energies of
�1–10 keV, pass through the Al foil easily, and have mean
free paths much less than the detector active thickness. The x
rays also have the adverse effect of raising the energy thresh-
old of detectable neutrals. Figure 5 is a plot of the base line
noise level as a function of soft x-ray emittance for low
density �ne0�1020/m3�, limited, L-mode shots that have a
�70 keV passive CX neutral count rate of �10 000/s.
Lower single null �LSN� shots typically have smaller soft
x-ray emittance and thus permit higher count rates with the
same resolution. This count rate/resolution trade-off can
make it difficult to study transient fast ion events, such as
fast ion diffusion from sawteeth. With low density plasmas,
the DNB can increase the neutral signal by approximately an
order of magnitude. These signal-to-noise ratio issues with
the CNPA are probably unique to Alcator C-Mod, as other
devices typically operate at much lower densities and
employ strong heating neutral beams. Both of these
differences can increase the fast neutral signal-to-noise ratio
dramatically.

B. Spectra and inferred minority distributions

For CX, the line-integrated energy spectrum detected by
the CNPA is given by11

F�E�dE = v2dvA��
−a

a

P�x,v�

��	
s

f i�v,x��s,CX�vs,rel�vs,relns�x�
dx , �1�

where F�E�dE is the number of particles with energy E
through E+dE hitting the detector per second, summed over
contributions from different electron donor species s. a and

FIG. 5. Typical base line standard deviation as a function of soft x-ray flux
for the vertical channels. The data shown are taken from the ramp-up phase
of two low density L-mode discharges �1050818008 and 1050818011� be-
fore the application of rf.
−a are the limits of the sightline. v is the minority hydrogen
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ion velocity, f i�v ,x� the minority distribution, �CX�vrel� the
CX cross section based on the relative velocity of the minor-
ity ion and donor species, P�x ,v� the penetrability of the
minority neutral hydrogen after CX out of the plasma, A� is
the étendue, and ns�x� represents the density of the electron
donor. Typically this donor is a neutral beam hydrogen �H0�
or residue deuterium neutral �D0�, but at hydrogen ion ener-
gies greater than �100 keV CX with background hydrogen-
like impurities can be important.12 A delta function in veloc-
ity is assumed for the donor species. The pitch angle taken in
f i and vs,rel is determined by the geometry of the sightline.

Based on Fokker-Planck solvers such as GENRAY/CQL3D

�Ref. 13� and FPPRF,14 energetic minority distributions in low
density Alcator C-Mod plasmas are expected to be notice-
ably anisotropic in phase space. Figure 6 shows a CQL3D

simulation of a limited L-mode low density Alcator C-Mod
shot which clearly illustrates the anisotropy of the fast ion
distribution at the outer midplane. The parts of the distribu-
tion viewed by the vertical and horizontal detectors are high-
lighted and show that the vertical channels should view the
most energetic portions of the hydrogen distribution. These
energetic “rabbit ears” in the outer midplane velocity distri-
bution are a result of fast ion resonance localization,15 which
is characterized by energetic minority ions with banana tips
near the resonant major radius. The vertical channels are thus
designed to measure these minority ions at their turning point
or banana tips, where the local v� is �0.

One rigorous method to interpreting CNPA data is to
implement a synthetic diagnostic based on Eq. �1� in CQL3D.
Because the DNB has a finite diameter �full width at half
maximum �FWHM� �12 cm� with spatial and phase space
profiles, spatial localization of the CNPA signal using active
analysis is not complete. Using a simulated diagnostic tech-
nique allows the spatial rf power deposition and temperature

FIG. 6. Contour plot of minority hydrogen outboard midplane velocity at
r /a=0.23 for a low density Alcator C-Mod shot from CQL3D simulations.
The regions of the distribution viewed by the CNPA are qualitatively high-
lighted. The trapped/passing boundary is also indicated.
profiles to be inferred from the line-integrated active or pas-
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sive CNPA measurements. In any case, for detailed power
and temperature profiles, a synthetic diagnostic approach is
required even for active neutral particle analysis. This work
is currently ongoing.

C. A simple model

The simulated diagnostic approach is useful but time in-
tensive. A much faster technique is used by several authors to
infer an effective core minority distribution from NPA
spectra.12,16 After reviewing the model and discussing its as-
sumptions, we extend and apply the method to a low density
Alcator C-Mod shot and illustrate first experimental results
from the CNPA.

The simple model assumes that the bulk of the hot mi-
nority tail is localized in the core�r /a� �0.4� of the plasma
and that a relatively constant electron donor density from
either the neutral background or a neutral beam is available
for CX in that region. In the case of active analysis, there is
some spatial localization depending on the FWHM of the
DNB. Assuming further an isotropic distribution permits an
estimate of the rf power deposition density through the Stix
parameter.17 Mathematically, for a detector with a radial
sightline crossing the center of the plasma, these assumptions
result in a sightline averaged core minority distribution given
by

f i�v� �
F�E�

	
s

ns�s,CX�Es,rel�Es,rel
1/2 E1/2P�E�

� e−E/Ti, �2�

where P�E� is now the penetrability of minority hydrogen
neutrals from the center of the plasma, Es,rel the relative col-
lision energy between the minority ions and electron donor
species s, and E the energy of the minority hydrogen ion.
Concerning the off-axis channels, derived distributions from
sightlines not crossing the center of the plasma are weighted
by different minor radii. Ti is an estimate of the minority
temperature; it is an approximate peak minority temperature
in the sightline if the fitted portion of the NPA spectra is
greater than Ti, since the counts in those parts of the spectra
are dominated by the hottest piece of the viewing chord.

The assumptions indicated for the simple model are not
completely unjustified. In terms of the ICRF being core lo-
calized, Fokker-Planck and full-wave modeling results in-
deed predict that most of the rf power is absorbed within
�40% of the minor radius even for these low density plas-
mas. Concerning the neutral density profiles, the DNB does
provide a roughly constant neutral hydrogen density in the
core and some spatial core localization due to its finite
FWHM width of �12 cm. For passive analysis, the residual
neutral hydrogen density is expected to vary ±�50% over
an r /a range of 0–0.4 for an L-mode shot and, in exact
contrast to the DNB, increase with r /a. Figure 7 illustrates
the discussed assumptions and ideas graphically on a cross
section of Alcator C-Mod.

Minority distributions from the CNPA vertical and hori-
zontal channels calculated from this minimal model can re-
veal some details on how resonantly localized and aniso-
tropic the minority hydrogen ions are. One simple

comparison is to review the on-axis vertical data with the
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horizontal channel measurements. If the distributions are
completely isotropic, the calculated distributions from those
channels should be the same since the measurements are
weighted by approximately the same flux surfaces. The off-
axis vertical channels are more difficult to interpret since
they involve a move off both the plasma axis and resonance
layer. These off-axis channels theoretically see no signal
without collisions and Doppler broadening of the resonance
since all the minority ions would otherwise have their banana
tips right on the resonance layer. The effects of the broaden-
ing and collisions are indicated by the broadness of the rabbit
ears and the degree of anisotropy in Fig. 6. The Doppler
broadened resonance is typically several centimeters as indi-
cated in Fig. 7 and spans the sightlines of the vertical chan-
nels for a typical Alcator C-Mod discharge. Assuming that
the average temperature over the flux surfaces covered by the
three vertical channels are roughly the same, the tempera-
tures inferred form the off-axis vertical channels using the
simple model then is a measure of the effective resonance
layer width.

Overall, a model using the above approximations allows
rapid estimates of minority tail temperatures and provides
some information about the anisotropy of the minority ions.

D. Experimental data

Before applying the simple model to an Alcator C-Mod

FIG. 7. LSN Alcator C-Mod discharge with ICRF, CNPA, and DNB over-
lays. The red vertical highlight indicates the CNPA vertical sightlines. The
brown vertical dash line corresponds to the ICRF resonance layer of a typi-
cal 5.4T D�H� shot, with the small horizontal black line in the middle indi-
cating the approximate width of the Doppler-broadened ICRF resonance for
a hydrogen ion with v� �20 keV. The green horizontal highlight shows the
region up to the FWHM of the DNB, with the dashed horizontal black lines
representing the 95% mark. The thickened flux surface marks the r /a
�0.4 point. On top, the left graph illustrates typical profiles of the DNB
density, residue neutral deuterium density, and the averaged minority hydro-
gen energy. The right graph points out the approximations made by the
simple model. Halo neutrals from the beam have a larger effective FWHM
and make up about 1 /3 of the beam induced signal.
discharge, we must first uncover which electron donor spe-
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cies are relevant for CX in the energy range of the CNPA.
Traditionally, only neutral beam and halo hydrogen were
considered important, but, as stated above, fast ion CX with
hydrogenlike impurities in the plasma can be an important
neutralization process beyond �100 keV for fast hydrogen
minority ions. For Alcator C-Mod, the primary hydrogenlike
impurity in the relevant energy range is B4+, either from the
small recombination population in passive analysis or from a
larger equilibrium density sustained by beam charge ex-
change with fully stripped boron during active analysis. C5+

is also a possible contributor to the impurity CX but its cross
section does not become significant until �300 keV. Boron
in Alcator C-Mod discharges stems from boronization and
can result in B5+ densities of �1% ne.

18 An approximate
steady-state model for the core B4+ density neglecting radial
transport is

nB4+ne��v�e	Vtor = nB5+ne��v�R	Vtor

+ 	
s

nB5+nH,s��v�CX	Vbeam, �3�

where the rate bracket subscripts, going from left to right,
indicate electron impact ionization, recombination, and CX.
The sum is taken over beam and halo components. Vtor refers
to the flux tube volume at core of the plasma, and Vbeam

refers to the intersection volume between the DNB and that
flux volume. For active analysis, the recombination term can
be taken out via background subtraction. Analysis of this
impurity CX show that for low density Alcator C-Mod shots,
the CNPA spectra for active analysis up to �200 keV are
dominated by CX with beam and halo neutrals and from

4+

FIG. 8. Plasma parameters and CNPA count rates for shot 1051206002. The
DNB fires from t=1 to 1.15 s. A large increase in count rate occurs for
the channels viewing the beam. Fast particles are only detected when the
rf is on.
�300 to 400 keV by B . For passive analysis at 150 keV,
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the effective CX cross section is estimated to be �20%
higher than the cross section based on core neutral deuterium
alone. This passive cross-section ratio increases rapidly pass
150 keV. Because of the lack of experimental cross sections
for this fast proton-B4+ CX, theoretical cross sections are
used for these calculations.19

Overall, concerning the quantities needed for Eq. �2� and
their potential errors, active analysis should give the best
distribution results. For active analysis, extensive data and
comprehensive models are used to determine beam penetra-
tion and absolute beam densities in the plasma. Experimen-
tally, spectroscopic measurements of the beam component
fractions and FWHM measurements are available routinely
for the Alcator C-Mod DNB. The beam penetration, beam
densities, and halo density are modeled in detail using
TRANSP �Ref. 20� and an in-house penetration code. These
data and modeling produce accurate quantities for Eqs. �2�
and �3�. On the other hand, passive analysis is difficult since
in a large part of the CNPA energy range absolute D0 and B4+

densities are required to accurately interpret the CNPA spec-
tra. The D0 density is typically calculated from TRANSP, and
the B4+ density can be calculated from Eq. �3� using B5+

densities inferred through spectroscopic measurements. For
the penetrability factor in Eq. �2�, fitted neutral stopping
cross sections of Janev et al.21 are used. For a shot with
average ne�8�1019/m3, Te�1.5 keV, and a low edge gas

FIG. 9. The top three panels are active CX derived minority distributions,
f i�v�, from the vertical channels for shot 1051206002 using Eq. �2�. The last
panel plots the passive CX based distribution from the horizontal channel at
t=0.85 to 1 s for the same shot. The error bars are derived from counting
statistics only. A ±10% error is estimated for the fitted temperatures in the
legends.
pressure of �0.1 mTorr, fast hydrogen neutrals from the
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center of Alcator C-Mod are attenuated by 30%–70% in the
50–350 keV range.

With the simple model defined for Alcator C-Mod, we
now examine a low density, LSN, 5.4 T, 600 kA, �7%
nH/ne minority ICRF D�H� Alcator C-Mod shot,
1051206002, with this approximate approach. The transient
plasma parameters, along with the count rates of the four
CNPA channels, are shown in Fig. 8. The DNB fires from t
=1 to 1.15 s, and the signal increase on the vertical channels
are clearly seen. The slight rise in count rate for the horizon-
tal channel is assumed to correspond to increased CX due to
DNB produced B4+ ions streaming from the beam volume.
Using the passive spectra from t=0.85 to 1 s for background
subtraction, the DNB induced distribution data are illustrated
in the first three plots of Fig. 9 along with temperature fits.
The weighted Maxwellian fits using data from
90 to 320 keV for the peak temperature are �70–80 keV
for all three vertical channels. The errors in these tempera-
tures are estimated by scanning the input parameters of the
model and determined to be ±�10% for this discharge.
Here, we use a fully stripped boron density of �1.5% ne,
based on a core Zeff estimate of �1.25–1.75 inferred from
visible bremsstrahlung and Thomson scattering data. For ac-
tive analysis, the fit temperatures are weakly dependent on
the boron density, even though the shape of the inferred dis-
tribution from 250 to 350 keV is not. This is discussed fur-
ther below. For reference, the energies mentioned are the
midpoints of 20 keV wide counting bins.

The passive CX based distribution and temperature fit
for the horizontal channel are shown in the last plot of Fig. 9.
For this data, we use a TRANSP based core neutral density of
1013/m3 with the previous B5+ density of 1.5% ne for Eq. �3�.
The inferred temperature is lower than the vertical channels
estimates as expected from the Fokker-Planck modeling.

The relative effect of boron impurity CX is shown in
Fig. 10 and illustrates the energy range where either beam
neutrals or beam induced B4+ CX is dominant. A similar plot

FIG. 10. 	sns�s,CX�Es,rel�Es,rel
1/2 E1/2 from Eq. �2� for shot 1051206002 during

active CX assuming a 1.5% boron impurity. The Es, rel
1/2 factor has been con-

verted to an equivalent proton velocity. The curves represent the probability
that a fast proton will CX with a specific electron donor. Full, half, and third
refer to the different components of the DNB. All DNB related electron
donors are summed under beam. At energies lower than �200 keV, the
beam related donors are dominant.
for passive CX is Fig. 11. Figure 12 plots for Ch2 during
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active CX the deduced minority distribution spectra and as-
sociated weighted Maxwellian fit if impurity CX is ne-
glected. As shown, the weighted Maxwellian fit employed
for this shot is heavily biased by the beam dominated CX
data points at lower energy, which have an order of magni-
tude higher number of counts. The difference between the
peak temperature fits for analysis with and without boron is
therefore only 6 keV. The overall fit itself is hence relatively
independent of the small weighted contributions from the
boron dominated CX energy range, while the slope of the
distribution in that energy range is not. Additionally, the
1.5% B5+ fit seems to work well for the 175–300 keV en-
ergy range, where the CX has notable contributions from
both hydrogen and boron. Hence, if the Maxwellian model is
adequate, the CNPA can serve as an independent verification
of the core boron impurity density. In summary, even if a
measurement of the B5+ is not available, we can infer one to
make the boron CX relevant parts of the CNPA spectra fit the
Maxwellian distribution without affecting the overall minor-
ity tail temperature estimate very much. Work is continuing
to verify these CNPA inferred boron densities from CXRS
and Zeff diagnostics.

E. Neutral-neutral attenuation

Finally, another significant effect that has to be dealt
with is the attenuation of the CNPA signal via neutral-neutral
and impact ionization collisions after the neutrals pass
through the plasma. This is especially important for the ver-
tical channels since they are �3 m away from the plasma
edge. Estimates and experimental results indicate that for
edge pressures around 0.1 mTorr, this effect is �20% for
50 keV particles but becomes a major factor at �1 mTorr.
Alcator C-Mod is unique in that most tokamaks operate with

FIG. 11. 	sns�s,CX�Es,rel�Es,rel
1/2 E1/2 from Eq. �2� for shot 1051206002 during

passive CX assuming a 1.5% boron impurity. The Es, rel
1/2 factor has been

converted to an equivalent proton velocity. The curves represent the prob-
ability that a fast proton will CX with a specific electron donor. Passive
boron CX becomes relevant at a much lower energy compared with active
CX.
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edge pressures much lower than �1 mTorr, and thus edge
attenuation is typically not a NPA issue.
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FIG. 12. Active CX derived minority distributions from Ch2 for different
assumptions of the boron density. The peak temperatures deduced from
Maxwellian fits are weakly dependent on the boron density, but the shape of
the inferred distribution at energies greater than 200 keV is not.
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